Protocol for a computed tomography scanner performance repository.
An argument is presented for organization of a Computed Tomography Scanner Performance Repository. Performance data on CT scanners would be distributed in statistical form to the radiological community. A Protocol is presented for the uniform collection of data. Results of exposure, resolution and visibility measurements made by the authors are presented for the EMI 5005/U, Pfizer 0200 FS and General Electric CT/T scanners.